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Hcn.rikM. Nielsen
President
Banafon-Maico, Inc
9675 W. 76th Street
Eden Prairie, Minnesota 55344

Dear Mr. Niciscn:

We are writing to you because on April 14-16, 1997, an investigator from the
Food and Drug Administration (FDA) collected information that revealed a
serious reguiato~ problem involving products known as Maico MA-39, MA-40,
and MA-41 portable audiometers which arc made and marketed by your firm.

Under a United States Federal law, the Federal Food, Drug, and Cosmetic Act
(the Act), these products arc considered to be medical devices because they are
used to diagnose or treat a medical condition or to affect the structure or function
of the body. Audiometers are medical devicesas defined by Section 201(h) of the
Act.
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Tim law requires that manufacturers of medical devicesadhere to Cumnt Good
Manufacturing Practice (CGMP) regulations for Medical Devices as speafied in
Tide 21, Q&of ~ (CFR),Part 820 in the methods used in,
fadlitks or contrcdsused for manufacturing, pacldng, storage, or installation of
medical devices.
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Henrik M. Nklsen
May 6, 1997

Our inspection found your products are in violation of the law because:

1.

2.

3.

There are no written procedur= to iden~ quali~ assurance problems
reported in complaints and repair requests [21 CFR Part 820.20 (a)(3)].

The system for smeening repair and sexvice requests fails to ident.ifj
complaints. Additionally, complaints and failures are not always
investigated (21 CFR Parts 820.198 and 820.162).

Software revisions have been made without Engineering Change Order
(ECO) control, resulting in the distribution of ~udiom&rs wi&
unapproved software. ECOS do not include a record of sofhvare source
code changes and obsokte versions arc not archived 12I CPR Part 820.100
(a)(2)]. Software source cock is not controlled under the document control
system (21 CPR Part 820.80).

In legal terms, the products are adulterated under Section501 (h) of the Act.

The specific violations noted in this letter and in the FDA-483 issued at the close-
out of the inspection (copy enclosed) maybe symptomatic of serious underlying
problems in your firm’s manufactting and quality assurance systems. You are
responsible for investigating and dete@@ng t-he Mwq of *e Woladons
iden~ed by the ~A If the causes are determined to be qmtems problems, you
must promptly initiate permanent comcctive actions.

It should be noted that the items regarding software documentation and change,
inadequate failure investigations; and identification of complaints when screening
repair and sdce requests were ated on the form FDA-483, Inspectional
Obsmations, that was issued at the close of the previous inspection of your firm
on April 24, 1995. Your Engineering Manager, Scott Savre, participated in the
discussions of the items on both the previous and current FDA-483s.

Thank you for your April 29, 1997, response to our FDA-483, Inspectional
Observations form, &ted April 14, 1997.
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Henrik M. Nklscn
May 5, 1997

Your responses to the concerns referenced in the FDA-483 are noted and are being
made part of the offiaal file. The corrective actions that you arc taking are
appropriate for addressing most of the concerns raised during the April 1997
inspection. However, your response does not address the issue of Iack of
validation for changes that have already been made to the software (item #5 on
the FDA-483). During the next inspection, we will assess the effectiveness of the
implementation of the corrective measures that you reference in your letter.

This letter is not intended to be an aII-inciusive Iist of dcfiacnacs at your facili~.
& prcsidenu the most responsible individual at Banafon-Maico, Inc, it is
ultimately your responsibility to ensure that devices manufactured in your fadity
in Eden Prakic, MN, arc in compliance with each requirement of the Act and
regulations.

You shotdd know that this serious violation of the law may result in FDA taking
regulatory action without further notice to you These actions include, but arc not
limited to, sdzing your product inventory, obt.ai@ng a courtinjunction against
further marketing of the produ~ or assessing dvil money pcnakics. Also, other
Federal agcndcs arc informed about the Warning Letters wc issue, such as this

?
one, so that ey may consider Ms information when awarding government
contracts. A dition~y, HOpending applications for pre-marlcct approval (PMAs)

(Smtion5fO(k)3]J
or export a prod re ucsts will be approvecL and no pre-market notifications

be found to be substantially equivalent for products
manufactured for your facility until the violations have been correctd

It is necessary for you to take action on this matter now. Please let Ws office
know in writing within 15 working days from the date you received this letter of
the steps you arc taking to correct the problem. We also ask that you explain how
you plan to pwmt this from happening again. If you need more time, !et us
know why and when you expect to complete your comxtion. Please direct your
response to Compliance Officer Howard E. Mamma at the address indicated on
the Iettcrhcd.

Finally, you should understand that therearcmany FDA requirements pertaining

)
to the manufacture zLd marketing of medical devices. This letter pertains only to
the issue of Current Good Manufacturing Practices for your devices and does not%
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Hcnrik M. Nklscn
May 5, 1997

necessarily address other obligation you have under the law. You may obtain
general information about all of FDA’s rcquircmmti for manufacture of medical
devices by contacting our Division of Small Manufacturers Assistance at
1-800-638-2041 or through the Intexnct at http+hww.f~gm.

If you have more spdc qucstiomabout how FDA marketig requiraati affect
your particular device, or about the content of this Iettcr, please feel fkee to
contact Mr. Manrcsa at (612)3344100 ~ 156.

sincerelypm

*AJohn Fcla
Director
Minneapolis District

HEMlccl

fidOSUrCS: FDA-483, 4/1 6/97


